[Study on whole blood photoacoustic spectroscopy for PIH (pregnancy-induced hypertension)].
The whole blood of the normal pregnancy and PIH were checked by photoacoustic spectroscopy device. The results shows that there is a characteristic peak in 630-650 nm of the PIH. The characteristic peak may provide an important basis diagnosis of PIH. Basing the result on this, the author makes a further study on the characteristic peak by adding different anticoagulant into blood. The results show that the EDTA is the best one for the characteristic peak analysis.